The scavenger device for nitrous oxide administration.
Nitrous oxide levels of 300 to 500 ppm occur when nitrous oxide is administered in the emergency department using the Nitronox machine without use of the scavenger device, which traps expired nitrous oxide gases and vents them to the outside environment. A scavenger device that can limit nitrous oxide gas to zero ppm in the emergency department setting has been developed. We think that development of the scavenger device is a significant advance for the safe administration of nitrous oxide in the emergency department.